MANUFACTURERS OF 


Dental 
X-Ray Apparatu: 


and Accessories. 


KE wish to express our appreciation to the 

prominent members of the dental profession for the 

extended us to study dental x-ray requirem ts, 
helpful suggestions offered, which hee ch i 


have been of much 
our Dental X-Ray Machines to the present degree of piles - 


To make a practical x-ray apparatus requires more technical trainin i 
It requires technical knowledge plus EXPERIENCE. e 


The active members of the Edwards Instrument Company have Boca 
engaged in designing, constructing and operating x-ray machines since the 
early days of the industry and are pioneers in the dental radiographic field. 


We are not merely assemblers of parts, but our machines are r 
wound and constructed here at our own plant. Nor, with us, is this business 4 
only a side line in a small department of a factory engaged mainly in the 
manufacture of other things. Our sole business and our entire factory is. 
devoted to the manufacture of X-Ray Apparatus, Electro-Medieal Apparatus 
and Accessories, 


Our machines are practically hand-made. We haye never adopted 

_ of a machine for making any part that could be made better by hand. 

coils are wound by women carefully trained in the work. E 

miles of wire used in a machine pass their eyes and between the 
fingers, trained to detect defective insulation and other flaws. 

proven that women are more skillful than men for this delicate 


____ From the winders the coils go to the drying ovens, then to ¥ 
while submerged in this special wax compound ata high temy 

- pumps are used to exhaust every bit of air and moisture, 
pressed in until every particle of the winding is thoroug 
This is the best method of insulation known to ¢ 


time and expense of this process is 


believe, 


Pida 


Ted. 
Teda. 


17x80 inebes. Height, 57 inches. (Mounted 


DD Machine, for direct current 
1D) Machine. for alternating current 


» LOD Machine, for direct current 
No 


10D Mochine, for alternating current 


White Enamel, $10.00 additional. 
Genuine Mahogany, $15.00 additional 


casy rolling castersd 


Fig. SUD. 

Be Floor Space, 17x30 inches, Height, 67 inches. 

Fide. Price. No. 5-D Machine, including No. 2 Tube Stand attached, prea: 2s 

Fide. Price. ‘No. SD Machine. including No. 2 Tube Stand attached, for = 

Tei hiw Ne i Min iting No.2 Tate Sl tc oie 

Tedatu. Price, No 10D Machine, including No. 2 Tube Stand attached, for ater 

nating current -aes ‘Zs 

See etter 


Showing 


To include No. 1 Tule ae eet 


PPARATUS. 
1 No. 10-D DENTAL X-RAY APP a 
6 New SD and Ne Y 

EDWARD: 


——<———— 


1 Attached to Cabinet in Position for Use. 
No, 2 Tube Stance a 


Showing tube carve orm soung a 


Yee 5a 
Floor space, 17x30 inches Total bright, 67 inches 


Gute Ware Milliammeter (0 to 50 Milliamperes.! 
Milrey Price see 


: X-Ray Tubes (for Induction Coils and Transformers.) 
Price. 6 inch, Plotinum target utey tobe 
Price. 7 tuck, Platiowm target xtay tube 


- inc, T tobe 

| Finck Tengeten target. aeey tube 

We recommend the Tungsten T: Tabe. It will ordimarily outlast covered 
» “eseeh unin 


(ote We 


EDWARDS No. 5D AND No. 10D DENTAL X-RAY APPARATUS, 


Showing No. 2 Tube Stand and lead lined Protective Sereen attached 
1 in position for use. 
The operator sta behind the sereen at the switch and 
is entirely protected from the rays. 


EDWARDS No. 5-D AND No. 10D DENTAL X-RAY APPARATUS 


Showing how the tube is swung above and th 

ove and the screen is folded to the front of « 

protecting the tube when not in use. The complete aia ieee 
o peeupies 


practically no more floor space than the cabinet alone 


Pig. S14-D. 


Floor space, 17x30 inches, Total height, 74 inches. 
ed) tube stand instead of No. 2, as shown, add $45.00, 


Te include No. 3 (counterweight 
astead of No. 2, as shown, deduct $30.00. 


To include No. 1 tube stay 


Daylight Developing Outfit. 

Complete your x-ray equipment with Edwards Daylight Developing Outfit. No knowledge 
of photography necessary. You will get better pictures and save the time and expense of 
scading the films or plates to 2 photographer to be developed. See illustrations, description 
and price, page 2, bulletin 16-D-F. 


EDWARDS No. 6D SPECIAL DENTAL XRAY APPARATUS 


A16-D. 


Floor space, 17x30 inches, Height, 57 inches. 
(Mounted on easy rolling casters.) 


Code Word. 

Dix. Machine complete, as illustrated, for 110 volt, alternating current. $250.00 
Dixtu, ine with No. 2 tube stand attached... erence (yon 9600 
Dixtuld. ine with No. 2 tube stand and lead screen attached .... ..- 330.00 


- To operate this machine on direct current a Rotary Converter is 
required, price of same, mounted in the cabinet . : 


For No. 1 tube stand instead of No, 2, deduct 


100.00 
30,00 
15.00 


FOWAKDS RADIOSPEGIAL “D” DENTAL XRAY APPARATUS 


=e 
Showing RadioSpecial Units assembled on eabinet with No. 1 Tube Stand, XRay 
; a 
tube shield, ready for use. =n) 
only two are needed, the two le 


of the third oF hack 


f saat shi ogether 1 the appe 
When assembled on cabinet they fit toget ppearance is the same as 
shown, 


Fig. 102. 


Floor space of cabinet, 17x30 inches, Height, 58 inches. ice een he 5 
(Mounted on easy rolling casters.) 
Code Wank. 
Rading. Price, Complete for alternating current and ready for Dental 
including the x-ray machine in two units, the 
tube, tube shield and the tube stand. 


EDWARDS No, 4 
“D SPECI 
ECIAL DENTAL 


View of the machine on cabinet to mate) 


The lid of m. 


secondary terminal hard rubber post 
ats in positi 


2, read: 


Fig. 400. 
Floor «pace, 17x30 inches. 


Dimensions machine without 
Weight of machine, 


Height, 54 inches 


Code Ward. 

Rording. Ee As illustrated, except treatment electre $215.00 

F Mahogany, $15.00 extra. White enamel, $10.00 extra. ; 
i Price. Machine without the cabinet 185.00 

Mahogany, $5.00 extra. White enasnel, $3.00 extra 
Treatment electrodes, T5¢ to $1.50 each 

cabinet sme in illustration of other 
tube stand, ef #e 


Note. Tube stand can be attached © 
Edwards machines. For 
Bulletins 16-D-F and 16-D-G. 


e of xray tube, 


Illustration of Bdwar 
dust-tight lid 


17x50 inches, 


Height, 43 inches, 


X-Ray Tul 


resulting 
protectio 


This ma 


om a moderate am 


xcept when th 


D OUTEIT READY FOR USE 


Fig. 300-D. 
Size of case closed. 11 x11 x22 inches. Weight, 50 pounds. 


rates the three things necessary for dental x-ray work, i.e, the X-Ray Machine, 
od Tube Holder. The machine may be operated with foot, hand or wall «witch, 
nd far zh behind the tube to be out of all danger from the rays, 


js ample 


hind a lead li - 
snveniently on a stand or fastened to the wall. Five foot 


may be pla 


selfwinding xoray tape reels are furnished, so that either of the floor tube stands may be used 


if desired 


Conbe Word 
Ted. 
Teddy 


Prive. 


Price 


Tube, as shown (except treatment 


Genuine mahogany, $5.00 extra. White enamel, $2.50 
Treatment electrodes, 75 cents to $1.50 each extra 


PbWARDS No. 3-D DENTAL X-RAY APPARATUS 


Hlostrating No. 4D machine with lid closed and on ¢ abinet to mately 


‘ : s ted 


Plaret Pr ; $25.0 


HOWARDS DAYLIGHT DEVELOPING OUTErT 
4 N-RAY THDES ANE 9g 
rh METERS. 


THREE VIEWS OF a 


EDWARDS DAYLIGHT DEVELOPING OUTrrT 


When closed. the cabinet is dust 1 
design is neat. the wood and finish is 0 
of our machines. 


Fig. 2. 


are use | when developing x-ray plates up to Bx inch 
1, when small films only are to be developed. 


Pig. 
This view shows how the hi through the elseres 0 efile hs 
The hands may be re soon as the filma are placed tn Ae dev ing wince 


minute: 


in insert hands and transfer films to the other glasses ptr 
five 


tes more the films are ady for examination, 


